[Scintigraphic functional analysis with the gamma camera during renal perfusion (author's transl)].
The controlled progress of transplanted kidneys has already been useful. We have succeeded in finding a simple method to study the function of the renal parenchyma and the collecting system. This method was also applied to determine a flow volume relation during perfusion in comparison to impulse rates. In contrast the conventional parameters, which only describe a partial function of the organ, this simple method will deliver comprehensive information before transplantation.